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1.4  510(k) Summary of Safety and Effectiveness ‘
Submitted by: Herbert Crane

Director, Global Regulatory Affairs
Address: Nobel Biocare USA LLC

22715 Savi Ranch Parkway

Yorba Linda, CA 92887
Telephone: (714) 282-5074
Facsimile: (714) 998-9348
Date of Submission: January 13, 2011
Classification Name: Endosseous Dental Implant Abutment (21 CFR 872.3630)

Trade or Proprietary -
or Model Name; NobelProcera Zi Abutment Thommen Platforms

Legally Marketed Devices: Nobel Biocare - NobelProcera Ti Abutment Thommen Platforms
(K101714)
Thommen Medical AG — SPI Easy 4.0 Abutment (K071457)
Thommen Medical AG — SPI Dental Implant Abutments (K031747)

Device Description '

Nobel Biocare's NobelProcera Zi Abutment Thommen Platforms is an endosseous dental implant
abutment. The abutment attaches directly to Thommen dental implants and provides a platform
for restoration. .

Nobel Biocare’s NobelProcera Zi Abutments are designed and made individually to fit the
individual requirements for each patient. The NobelProcera Zi Abutments are made entirely of
zirconium oxide.

The abutments fit the Thommen SPI implant systems platform 3.5, 4.0, 4.5, 5.0, 6.0.

Indications for Use -

The NobelProcera Zi Abutments Thommen Platforms are premanufactured prosthetic
components directly connected to endosseous dental implants and are intended for use as an aid
in prosthetic rehabilitation. They are compatible with the Thommen Medical SPI 3.5, 4.0, 4.5, 5.0,
and 6.0 implants. ' '

Technical Modifications of Predicate Device
The NobelProcera Zi Abutment for the Thommen Platform differs from the predicates by using the
material zirconium oxide.
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Summary of testing to demonstrate safety and effectiveness _
Non-clinical test data was used to support the decision of safety and effectiveness. Clinical

testing was not necessary. Non-clinical testing consisted of analysis of platforms to identify
worst-case test samples and performance of fatigue testing of the worst-case samples in
accordance with the FDA guidance Class Il Special Controls Guidance Document: Root-form'
-Endosseous Dental Implants and Endosseous Dental Implant Abutments,

Conclusion

T-he,informationfprovidedvinfthis.submission‘demonstrates-that.the,devicejsﬂsu bstantially
equivalent to the predicate devices. )

Nobel Biocare Special 510(k) Notification
NobelProcera Zi Abutments Thommen Platforms
January 2011 .



Ko7

"saInjuapianc Jo sabpuq

‘sumolD 10y poddns apiaoid o)
yose Jengipuew Jojpue Aiefjixew
2y} ul spueidu [EJuap wsIsAg

dS Y uonounfuos ul pasn

24 0) papuajul e sjuawngy
juejdwi [Bjuaq |dS UswiWoy L 8yl

‘'saInjuaplano 1o sabpuq
‘sumoi2 10} poddns spiacad

0] y2Je Je|nqipueLw Jo/pue
Aejixew auy ul sjuejdw! jeyusp
wWosAg 1dS yum uonounfuod ul
pasn aq 0] papuaju| S1 JusINgy
0y Ase3 |d§ uswwoyy 3yl

sjueidwl 0°g

PUB QG ‘G 0P 'GE IdS |BOIPBIN
usSWwwoy | a8y} Yum ajgredwos
sie Aayl -uopeyjgeyal snayisoud

Ul pIe Ue se asn 10} papuslul sle

pue sjue|du jBlUSp SNOSSSOPUD
0] paioauuoy Ajoanp sjuauodwod
oneyisold pasnogynuewald

BB SWUOHE|d UBWLIOY |
SIUSLWIINGY || BI920I419Q0N @Yl

-sjueidwi 0'9 pue ‘0's ‘'s'v

‘0% ‘S°C 1dS 1ed1Pa uswIoY |
ayj yym ajqiedwon aie

fay] ‘uopeyygeyas spayysold
U] PIE LUE SB 8SN J0j papuajul
a1e pue sjuedw [ejuap
SNOasSOPUS O} PA}OAUUOD
Ajjoaaip sjuaucdwod
apeyjsosd painjoejnuewasd
ale suuopeld

uUsWIWoY ] sjusungy

1Z ©4320.d|9qOoN 3yl

asn

. 1o} suones|put

uchomE \oa_omaw Em;mn_

paulyoew ;s o10ads jusned

noc_:umE 1 ay1vads Juaned

Ao||e wWnpBUBA/WNIUE) | reuajepn
wnjuely 49 wne)] 4o wniuell] 42 IpIxXQ wNIUoLZ 221A3(]
09'06'GY 'St 0¥ 09'0G'GPSE 09°0S'SY OV 'SE
wuecped swaysAs juedw] |dS wiopeld swajsAs juedw |48 wiopeld swaysAs jueidw |dS wioe|d swaysAs juejdwil |48 Aljqiedwos
UBlIwoy ] PEIIEY EMD vawwogy wione|q4
) SIS
AyaeD eI0 a._>mo 1=3l)] Alne 1.l0 Ajaen |10 jexuioleuy
UCHoNIISU02

L

B8 aTob
megohmE&mEEo Wi

m.r<o_m_m~_n_

ke
M T o S R

T

e NS s
g viLIeIRdloTeqiN S v iZigieSSTdIoaoN::

Em.mmn_

$30

AS(Q 91BdIpald 0) uosledwo) aoudleAlinby jejuesqng




DEPARTMENT OF HEALTH & HUMAN SERVICES Public Health Service

Food and Drug Adminisiration
10903 New Hampshire Avenue
Document Control Room —WO64-G609
Silver Spring, MDD 20993-0002

Nobel Biocare AB

C/O Mr. Herbert Crane

Director, Global Regulatory Affairs
Nobel Biocare USA LLC

22715 Savi Ranch Parkway

Yorba Linda, California 92887 Ar
JUN 1D e

Re: K110171
Trade/Device Name: NobelProcera Zi Abutment Thomumen Platforms
Regulation Number: 21 CFR 872.3630
Regulation Name: Endosseous Dental Implant Abutment
Regulatory Class: Il
Product Code: NHA
Dated: May 13, 2011
Received: May 16, 2011

Dear Mr. Crane:

We have reviewed your Section 510(k) premarket notification of intent to market the-device
referenced above and have determined the device is substantially equivalent (for the
indications for use stated in the enclosure) to legally marketed predicate devices marketed in
interstate commerce prior to May 28, 1976, the enactment date of the Medical Device
Amendments, or to devices that have been reclassified in accordance with the provisions of
the Federal Food, Drug, and Cosmetic Act (Act) that do not require approval of a premarket
approval application (PMA). You may, therefore, market the device, subject to the general
controls provisions of the Act. The general controls provisions of the Act include
requirements for annual registration, listing of devices, good manufacturing practice,
labeling, and prohibitions against misbranding and adulteration. Please note: CDRH does
not evaluate information related to contract liability warranties. We remind you, howevet,
that device labeling must be truthful and not misleading,

[f your device is classified (see above) into either class II (Special Controls) or class 111
(PMA), it may be subject to additional controls. Existing major regulations affecting your
device can be found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In
addition, FDA may publish further announcements concerning your device in the Federal

Register.
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Please be advised that FDA’s issuance of a substantial equivalence determination does not
mean that FDA has made a determination that your device complies with other requirements
of the Act or any Federal statutes and regulations administered by other Federal agencies.
You must comply with all the Act’s requirements, including, but not limited to: registration
and listing (21 CFR Part 807); labeling (21 CFR Part 801); medical device reporting
(reporting of medical device-related adverse events) (21 CFR 803); good manufacturing
practice requirements as set forth in the quality systems (QS) regulation (21 CFR Part 820);
and il applicable, the electronic product radiation control provisions (Sections 531-342 of
the Act); 21 CFR 1000-1050.

If you desire specific advice for your device on our labeling regulation (21 CFR Part 801),
please go to

http://'www fda.gov/AbouwtFDA/CentersOffices/CDRH/CDRHOffices/ucm1 15809.hum for
the Center for Devices and Radiological Health’s (CDRH’s) Office of Compliance. Also,
please note the regulation entitled, “Misbranding by reference to premarket notification”
(21CFR Part 807.97). For questions regarding the reporting of adverse events under the
MDR reguiation (21 CFR Part 803), please go to

http/fwww. fda.gov/MedicalDevices/Satetv/ReportaProblem/default.htm for the CDRH's
Office of Surveiltance and Biometrics/Division of Postmarket Surveillance.

You may obtain other general information on your responsibilities under the Act from the
Division of Small Manufacturers, International and Consumer Assistance at its toll-free
number (800) 638-2041 or (301) 796-7100 or at its Internet address

http.//www.fda gov/MedicalDevices/Resourcesfor Yow/Industry/default htm.

Sincerely yours,

M ‘Far

Anthony Watson, B.S., M.S.,, MB.A.
Director _
Division of Anesthesiology, General Hospital,
Infection Control and Dental Devices
Office of Device Evaluation
Center for Devices and
Radiological Health

Enclosure



1.3 | ~Indications for Use

510(k) Number (if known): K‘ lO1# ]
Device Name: NobelProcera Zi Abutment Thommen Platforms

Indications For Use:

The NobelProcera Zi Abutments Thommen Platforms are premanufactured
prosthetic components directly connected to endosseous dental implants and are
intended for use as an aid in prosthetic rehabilitation. They are compatible with the
Thommen Medical SPI 3.5, 4.0, 4.5, 5.0, and 6.0 implants.

Prescription Use __ X AND/OR Over-The-Counter Use
(Part 21 CFR 801 Subpart D) (24 CFR 807 Subpart C)

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF
NEEDED)

Concurrence of CDRH, Office of Device Evaluation (ODE)

Pobad B DI A/ B Sec-10 Ficsnon
(Division Sign-0tf) 7

Division of Anesthesiology, General Hospital

infection Control, Dental Devices

510(k) Number: /4 110 17) i 000020

Page 1 of 1




